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Respirador com filtro de particulas FLUIDSHIELD* 2 N95 e mascara cirurgica com revestimento SO SOFT*, branco, tamanho regular 

Masca chirurgicala si masca respitratorie cu filtru pentru particule FLUIDSHIELD* 2 N95 cu captuseala SO SOFT*, albe, marime normala 
ECC MC Hm Se OE EE Re rE RGM UNCONTROLLED LOU ALP a 1) MDP MMU Cele CLUBS OO) a Bal of UF 
Respirator FLUIDSHIELD* 2 N95 s casticovym filtrom a chirurgickou maskou s vloZkou SO SOFT*, biela, bezna velkost’ 

FLUIDSHIELD* 2 N95 respirator s filtrom za delce in kirurska maska s SO SOFT* oblogo, bel, obicajna velikost 

Hiukkassuodattimella varustettu FLUIDSHIELD* 2 N95 -hengityssuojain ja leikkausmaski - SO SOFT* -vuori, valkoinen, normaalikoko 
FLUIDSHIELD* 2 N95 filter za zastitu respiratornih organa i hirurska maska sa SO SOFT* postavom, bela, redovna velicina 

FLUIDSHIELD* 2 N95 partikelfiltrerande andningsskydd och kirurgiskt munskydd, med SO SOFT* foder, vitt, normalstorlek 

FLUIDSHIELD* 2 N95 SO SOFT* Astarli Toz Filtreli Solunum Cihazi ve Ameliyat Maskesi, beyaz, normal boy 
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ASTM F2299: PFE > 98% @ 0.1 micron 
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This respirator is only approved in the following configuration: 





1. PROTECTION: 


N95-Particulate Filter (95% filter efficiency level) effective against particulate aerosols free of oil; 





time use restrictions may apply. 


2. CAUTIONS AND LIMITATIONS: 
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WARNING: When properly worn, FLUIDSHIELD* 2 N95 Particulate Filter Respirator and Surgical Mask 
reduces potential exposure to blood and body fluids as well as airborne microorganisms. This product 
does not completely eliminate the risk of contracting disease or infection. REMINDER: Before occupational 


Not for use in atmospheres containing less than 19.5% oxygen. 
Not for use in atmospheres immediately dangerous to life or health. 


. Do Not exceed maximum use concentrations established by regulatory standards. 


Failure to properly use and maintain this product could result in injury or death. 


. All approved respirators shall be selected, fitted, used, and maintained in accordance with MSHA, 


OSHA, and other applicable regulations. 


. Never substitute, modify, add, or omit parts. Use only exact replacement parts in the configuration 


as specified by the manufacturer. 


. Refer to user's instructions, and/or maintenance manuals for information on use and maintenance 


of these respirators. 


Special or critical User Instructions and/or specific use limitations apply. Refer to User Instructions 


before donning. 


Masque chirurgical et respirateur a filtre a particules N95 FLUIDSHIELD* 2 avec doublure SO SOFT*, blanc, taille normale 
FLUIDSHIELD* 2 N95 Partikelfilter- und OP-Maske mit SO SOFT*-Futter, weiss, StandardgroBe 

Pecnupatop ¢ npoTuBonpaxos duntbp FLUIDSHIELD* 2 N95 u xupypruyecka Macka c nognnata SO SOFT*, Oana, craygapTeH 
@® Mascarilla respiratoria y quirtirgica FLUIDSHIELD* 2 con filtro de particulas N95 y forro SO SOFT*, blanca, tamajio regular 

© Respirator FLUIDSHIELD* 2 N95 s cdsticovym filtrem a chirurgickou maskou s vlozkou SO SOFT*, bily, bézna velikost 
Kirurgimaske med FLUIDSHIELD* 2 N95-partikelfilter med SO SOFT* foring, hvid, alm. storrelse 

OTS Rar A EER ie ICCC LUCE OUR a ma mR CM CLE) RS LU CUS 

© FLUIDSHIELD* 2 N95 Avanvevotikn Kal XElpoupyikh HdoKa pe piktpo owpatidiwv Kal enévduon SO SOFT*, AeuKn, KaVOVIKO péyeBoc 
@ FLUIDSHIELD* 2 N95 Respiratore antiparticolato e mascherina chirurgica con rivestimento SO SOFT*, bianco, misura normale 
@ Respirators ar FLUIDSHIELD* 2 N95 sikdalu filtru un kirurgiska maska ar SO SOFT* oderi, balts, standarta izmérs 

@ Chirurginé kauké su FLUIDSHIELD* 2 N95 daleliy filtru ir SO SOFT* pamusalu, balta, standartinis dydis 

FLUIDSHIELD* 2 N95 filter za zastitu diSnog sustava i kirurska maska sa SO SOFT* postavom, bijela, redovna velicina 

@® FLUIDSHIELD* 2 N95 részecskesztiré respiratormaszk és sebészi maszk SO SOFT* béléssel, fehér, normal méret 


use of this respirator, a written respiratory protection program must be implemented meeting all the local Kiiel 
government requirements. In the United States, employers must comply with OSHA 29 CFR 1910.134 -20°C 86°F 
which includes medical evaluation, training, and fit testing. Consult the facility's Respiratory Protection 3 

Program for further instruction. 
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ASTM F1862: 120 mm Hg 
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ASTM F2299: PFE > 98% @ 0.1 micron 
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@® Respiratur bil-Filtru tal-Partikuli N95 u Maskra Kirurgika FLUIDSHIELD* 2 b’Inforra SO SOFT*, Bajda, Daqs Regolari 
@ FLUIDSHIELD* 2 N95 stoffiltermasker en operatiemasker met SO SOFT* beschermlaag, wit, standaardmaat 
FLUIDSHIELD* 2 N95 partikkelfiltrerende pustemaske og kirurgimaske med SO SOFT* foring, hvit, middels storrelse 
Respirator z filtrem czqastek statych FLUIDSHIELD* 2 N95 i maska chirurgiczna z powtoka SO SOFT*, biata, rozmiar 


normalny 
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HALYARD* FLUIDSHIELD* 2 
yy N95 Particulate Filter Respirator and Surgical Mask 


with SO SOFT* Lining 





Directions for Application 
1. Separate the edges of the respirator to fully open it. 
Slightly bend the nose wire to form a gentle curve. 
Hold the respirator upside down to expose the two headbands. 
Using your index fingers and thumbs, separate the two headbands. 


While holding the headbands with your index fingers and thumbs, cup the respirator under your 
chin. 


Pull the headbands up and over your head. 

Release the lower headband from your thumbs and position it at the base of your neck. 

Position the remaining headband on the crown of your head. 

Conform the nose piece across the bridge of your nose by firmly pressing down with your fingers. 


0. Continue to adjust the respirator and secure the edges until you feel you have achieved a good 
facial fit. Now, perform a Fit Check. 
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Fitting Instructions: 
+ — Follow Directions for Application each time respirator is worn. 
Check facial seal to assure proper fit before entering any contaminated area. 
Adjust nosepiece if there is air leakage around the nose. 
Reposition headbands to secure facial seal around edges of respirator. 
Do not enter a contaminated area if a proper fit cannot be obtained. Follow all instructions and 
warnings on the use of this respirator, obtain a proper fit, and wear during all times of exposure. 
Failure to do so will reduce respirator effectiveness and user protection, and may result in 
sickness or death. 
The HALYARD* FLUIDSHIELD* 2 N95 Particulate Filter Respirator and Surgical Masks (84A-7524, 844-7525) 
are NIOSH approved as N95 particulate filter respirators. They provide 95% filtration efficiency of 0.3 micron 
particles. They meet the CDC Guidelines for TB exposure control. 


Intended Use: 
The FLUIDHSHIELD* 2 N95 Particulate Filter Respirator and Surgical Mask is intended for use by operating 
room personnel and other health care workers to protect both patients and health care workers from transfer 
of microorganisms, blood and body fluids and airborne particulate materials. 





Use Instructions: 
1. Before use, the wearer must be trained by the employer in proper respirator use in accordance 
with applicable safety and health standards. 
2. Ifthe respirator becomes damaged or breathing becomes difficult, leave the area. Discard and 
replace the respirator. 
WARNING: When properly worn, FLUIDSHIELD* 2 N95 Particulate Filter Respirator and Surgical 
Mask reduces potential exposure to blood and body fluids as well as airborne microorganisms. 
This product does not completely eliminate the risk of contracting disease or infection. 
REMINDER: Before occupational use of this respirator, a written respiratory protection program 
must be implemented meeting all the local government requirements. In the United States, 
employers must comply with OSHA 29 CFR 1910.134 which includes medical evaluation, training, 
and fit testing. Consult the facility's Respiratory Protection Program for further instruction. 


These respirators are only approved in the following configurations: 


rc Catlons and Uniting 
84A-7524 N95 62355 ABOMNOS 
84A-7525 N95 62126 ABOMNOS 


1. PROTECTION: 





N95-Particulate Filter (95% filter efficiency level) effective against particulate aerosols free 


of oil; time use restrictions may apply. 





2. CAUTIONS AND LIMITATIONS: 

A. Not for use in atmospheres containing less than 19.5% oxygen. 

B. Not for use in atmospheres immediately dangerous to life or health. 

C. Do Not exceed maximum use concentrations established by regulatory standards. 

J. Failure to properly use and maintain this product could result in injury or death. 

M. All approved respirators shall be selected, fitted, used, and maintained in accordance with MSHA, OSHA, 
and other applicable regulations. 

N. Never substitute, modify, add, or omit parts. Use only exact replacement 
parts in the configuration as specified by the manufacturer. 

0. Refer to user's instructions, and/or maintenance manuals for information on use and maintenance of 
these respirators. 

S. Special or critical User Instructions: This respirator has been approved as a NIOSH N95 filtering facepiece 
respirator, for use in healthcare settings, as a Surgical N95 Respirator conforming to recognized standards 
for biocompatibility, flammability, and fluid resistance. 
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